Experimental cast titanium alloys containing 20 mass% chromium show preferable mechanical properties and a good corrosion resistance. This study evaluated the fretting corrosion behavior of Ti-20Cr. Ti-20Cr (n = 4) and commercially pure titanium (CP-Ti, n = 6) disk specimens were used. The fretting corrosion test was performed by electrochemical corrosion at 0.3 V in 0.9% saline solution and mechanical damage using 10 scratching cycles with three different scratching speeds (10-40 mm/s) at 10 N. After testing, the activation peak, repassivation time and surface morphology of each specimen were analyzed. The differences between the results were tested by parametric tests (α = 0.05). The average activation peaks were significantly higher in CP-Ti than in Ti-20Cr (p < 0.01), except at 20 mm/s. In the series of scratching speeds, faster scratching speeds showed higher activation peaks. The maximum activation peaks were also higher in CP-Ti. Slight differences in the repassivation time were observed between the materials at every scratching speed; faster scratching speeds showed shorter repassivation times in both materials (p < 0.05). CP-Ti showed severe damage and significantly higher wear depth than Ti-20Cr (p < 0.05). In conclusion, adding chromium to titanium reduced surface damage and improved the fretting corrosion resistance.
Introduction
Titanium has been used in dentistry for more than half a century [1] . Titanium and its alloys are widely used as biomaterials due to their superior mechanical properties [2] [3] [4] [5] . The advantages of these materials include excellent biocompatibility, corrosion resistance, and low metal hypersensitivity compared with other metals [3, 4] . Thus, commercially pure titanium (CP-Ti) and Ti-6Al-4V are primarily used in dental implant treatments [2] . The application of these materials will increase in the future because of the increasing patients' demands for dental implants to reconstruct their oral function due to missing teeth [5] [6] [7] .
However, these materials cause some clinical problems under certain conditions. For instance, discoloration and dissolution of CP-Ti and Ti-6Al-4V were observed in denture frameworks and orthodontic brackets due to inappropriate usage of strong alkaline denture cleansers and fluoride-containing prophylactic products, respectively [3, 4, 8] . Generally, high corrosion resistance in these materials is mainly achieved by a thin metal oxide passive film [4, 9] . The primary cause of these corrosion behaviors is destruction of the passive film in the presence of fluorides or peroxides under acidic conditions [10] . Furthermore, dissolution of Al and V elements in Ti-6Al-4V results in the potential risk of toxicity for the human body [4] . Therefore, patients who use these titanium products should pay attention to such detrimental effects.
For achieving good corrosion resistance in such cases, experimental cast titanium alloys containing 10 mass% copper (Ti-10Cu) or 20 mass% chromium (Ti-20Cr) have been attempted [11, 12] . Although Ti-10Cu had antibacterial effects against S. aureus and E. coli, the corrosion reaction could unfortunately be promoted under acidic conditions and in the presence of fluorides [11, 13] . By contrast, titanium-chromium alloys (Ti-Cr) had greater resistance to electrochemical corrosion in fluoride-containing artificial saliva compared to CP-Ti and Ti-6Al-4V [14] . In addition, Ti-20Cr reduced discoloration and dissolution by immersion in peroxide-or fluoride-containing solutions compared to CP-Ti and other titanium-based alloys [10] . It has already been clarified that formation of a chromium oxide-rich surface film improves corrosion resistance to fluoride in Ti-Cr [15] . From these laboratory findings, for the biological aspects, Ti-20Cr may be expected to find application as a preferred material for dental fixed prostheses and dental implant abutments.
Titanium is corrosion-resistant under controlled environments in the absence of load [16] . In addition, dissolution of titanium-based alloys is a rare phenomenon under the ideal conditions of passivity with no damage to the dental implant surface according to a previous review [17] . However, the authors mentioned that corrosion of these implants may occur when the oral conditions are unfavorable such as under mechanical trauma. Other researchers have then attempted to investigate not only the chemical corrosion of titanium but also the effect of simultaneous chemical and mechanical action (tribocorrosion behavior) on the corrosion properties, as expected in the human body's internal environment [18] [19] [20] , because the metal oxide passive film is abraded due to physical surface damage such as mechanical fretting action [9] . Moreover, the synergistic effect of electrochemical corrosion damage and mechanical scratching damage is dependent on the scratching speed [20] . In view of this degradation process, it is still unclear how mechanical action influences the corrosion behavior of Ti-20Cr.
The aim of this study was to test the fretting corrosion behavior of Ti-20Cr by using a chewing simulator with different scratching speeds in 0.9% saline solution. The null hypothesis was that Ti-20Cr would not improve corrosion resistance compared with CP-Ti in the series of scratching speeds. However, the experimental results indicated that the addition of chromium to titanium resulted in less surface damage and improved the fretting corrosion resistance.
Materials and Methods

Preparation of Specimens
For this study, disk samples (diameter; 10 mm, thickness; 1.5-2.0 mm, and surface area; 0.79 cm 2 ) were prepared from cast CP-Ti (grade 2, n = 6) and Ti-20Cr (n = 4). Ti-20Cr ingots, which were obtained from the Department of Dental Materials Science, Tokyo Dental College (Tokyo, Japan), were made from the melting sponge titanium (Ti; >99.8 mass%, OSAKA Titanium technologies Co., Ltd., Amagasaki, Japan) and pure chromium (Cr; >99.99 mass%, Japan Metals & Chemicals Co., Ltd., Tokyo, Japan) [15] . In fact, this cast alloy was turned over six times during melting to make homogeneous ingots [21] . The respective ingots were arc-melted and cast into the mold using an argon-arc melting/pressure cast machine to prepare the samples of both CP-Ti and Ti-20Cr by Dentaurum GmbH (Ispringen, Germany) according to previous literatures [15, 21] . The rear side of each sample was connected with a titanium wire (rematitan 0.5, Dentaurum GmbH, Ispringen, Germany) by laser welding for electrical contact. Each wire was then covered with a shrinkable tube for electrical isolation. Each sample was embedded in an acrylic resin block (Palavit G, Heraeus Kulzer GmbH, Wehrheim, Germany). Prior to the fretting corrosion test, all specimens were grinded by carbide papers (CarbiMet, Buehler-Wirtz, Düsseldorf, Germany) until #1200 grit and ultrasonically cleaned with ethanol for 5 min. 
Fretting Corrosion Test
A special fretting corrosion cell, which was made from polyacetal (POM), was fixed in a chewing simulator (Willytec, SD Mechatronik GmbH, Feldkirchen-Westerham, Germany), and each specimen was then placed onto the cell (Figure 1a ). Electrochemical corrosion was performed using a potentiostat (Gamry PC4, Software: LV500, C3 Prozess-und Analysentechnik GmbH, Haar, Germany) with a three-electrode assembly combined with two sense electrodes [20] . Each specimen was used as the working electrode and the counter and reference electrodes were a graphite rod and silver/silver chloride (Ag/AgCl), respectively (Figure 1b) . The cell was filled with 0.9% saline solution as the electrolyte and each specimen was immersed for 10 min to obtain the equilibrium electrode potential for each specimen. A constant potential was applied at 0.3 V (REF) over 10 min [12, 22] . After recording the baseline for 5 min, 10 scratching cycles on each specimen were performed with the chewing simulator using a ball-on-disk wear method. A steatite ball (diameter; 6 mm) was used as an antagonist at 10 N [23, 24] . The scratching damage was set at a 2 mm length by a linear sliding frictional wear. As a result of the oxide removal, an increase in the corrosion current occurs. A typical fretting corrosion plot is represented in Figure 2 . At the end of the scratch path the antagonist was lifted and returned to the starting position. During this contactless back cycle, titanium oxide is again formed (repassivation), which led to a current reduction. In this study, three different scratching speeds (10, 20 , and 40 mm/s) were used for both CP-Ti and Ti-20Cr specimens at room temperature.
In all fretting corrosion measurements, each maximum current peak and the baselines before and after scratching test were recorded. Each activation peak (I peak ) was calculated from the difference between the baseline (I ∞ ) and the maximum current peak (I max ) by intensity of current in units of µA using the following Equation (1) (Figure 2 ):
Usually, it is assumed that the passivation is completed when the baseline is reached again. Since this cannot always be reliably determined, the repassivation time (T re ) for each specimen was calculated according to a previous literature [25] . In brief, the repassivation time was defined as the difference between the times of the maximum current peak (T 0 ) and 1/e of the maximum current peak (T 1/e ) in the last scratching cycle using the following Equation (2) (Figure 2 ):
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In all fretting corrosion measurements, each maximum current peak and the baselines before and after scratching test were recorded. Each activation peak (Ipeak) was calculated from the difference between the baseline (I∞) and the maximum current peak (Imax) by intensity of current in units of μA using the following Equation (1) (Figure 2 ):
Usually, it is assumed that the passivation is completed when the baseline is reached again. Since this cannot always be reliably determined, the repassivation time (Tre) for each specimen was calculated according to a previous literature [25] . In brief, the repassivation time was defined as the difference between the times of the maximum current peak (T0) and 1/e of the maximum current peak (T1/e) in the last scratching cycle using the following Equation (2) 
Surface Morphology
After fretting corrosion test, the scratching depth in each specimen surface was measured by a profilometer (Perthometer SP6, Mahr GmbH, Göttingen, Germany) using a topographic plot with 101 profiles which was set to 3 × 3 mm. The profile depth (Pt) in the specimens was calculated. The surface morphology in the scratched area of each specimen was then observed by stereomicroscopy (M400 Photomicroscope, Wild Heerbrugg AG, Heerbrugg, Switzerland).
Statistical Analysis
All data were analyzed for normal distributions by Shapiro-Wilk test and for variance equality by Levene test. The results of repassivation time, average of activation peaks, and scratching depth were then analyzed by two-way analysis of variance (ANOVA) with scratching speed and scratching phase or metal alloys as independent factors, followed by Tukey's test for post-hoc comparisons. Statistical analyses were performed by using the software package Excel Statistics 2010 (Social Survey Research Information Co., Ltd., Tokyo, Japan) at a level of significance of α = 0.05.
Results
Current Intensity
Fretting corrosion plots for both CP-Ti and Ti-20Cr, corresponding to different scratching speeds, are shown in Figure 3 . The maximum activation peaks in CP-Ti were higher than those in Ti-20Cr at every scratching speed. Faster scratching speeds showed higher peak values in both materials; however, their increasing behaviors were different. Average values of the activation peaks for the first half-phase (from one to five scratching cycles) and second half-phase (from six to 10 scratching cycles) of scratching damage application are shown in Figure 4 . In the two-way ANOVA results of the average of the activation peaks, the interactions between the scratching speed and scratching phase (Figure 4a ,b) or alloy type ( Figure 4c) were not statistically significant (p = 0.4772, 0.4445 and 0.1504, respectively). In CP-Ti, the activation peaks gradually increased and finally reached the maximum values ( Figure 3a) . Therefore, the activation peaks in the first half-phase were significantly lower than those in the second half-phase at the series of scratching speeds in CP-Ti (p < 0.01, Figure 4a ). In contrast, the activation peaks in Ti-20Cr achieved the maximum values at the intermediate point and then decreased ( Figure 3b ). There were no significant differences in the activation peak values between the first and second half-phases in Ti-20Cr (Figure 4b ). In the total phase, the average value of the activation peaks also increased with the increase of the scratching speed in both materials (Figure 4c ). There were significant differences 
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The correlations between the scratching time and scratching speed for both CP-Ti and Ti-20Cr are shown in Figure 5 . The scratching times during the fretting corrosion test between the baselines before and after the scratching damage in CP-Ti and Ti-20Cr were 10.22 and 9.93 s, 6.52 and 5.81 s, and 4.33 and 3.95 s at scratching speeds of 10, 20 and 40 mm/s, respectively ( Figure 5 ).
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Repassivation Time
Repassivation times calculated from the last scratching cycle for both CP-Ti and Ti-20Cr at different scratching speeds are shown in Table 1 . The interactions between the alloy type and scratching speed were observed in the two-way ANOVA result of the repassivation time (p = 0.0021). From the main effects analysis, the repassivation times for CP-Ti were significantly shorter than those for Ti-20Cr at the 10 mm/s scratching speed (p < 0.05) whereas the differences at other scratching speeds were not significant. Faster scratching speeds showed shorter repassivation times in both materials (p < 0.05). Table 1 . Mean (standard deviation) of repassivation times (T re ; ms) from the last scratching cycle for both commercially pure titanium (CP-Ti) and titanium alloys containing 20 mass% chromium (Ti-20Cr) at different scratching speeds. 
Surface Morphology
The results for Pt are shown in Table 2 . The interactions between the alloy type and scratching speed were observed in the two-way ANOVA result of the scratching depth (p = 0.0076). From the main effects analysis, the average values of Pt in CP-Ti were significantly higher than those in Ti-20Cr (p < 0.05), irrespective of the scratching speed. These differences were confirmed by topography and microscopy observations, as shown in Figures 6 and 7 , respectively. The surface damage was clearly confirmed in CP-Ti (Figures 6a and 7a ) while only slight wear damage by fretting corrosion was observed in Ti-20Cr (Figures 6b and 7b) . 
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Specimens
Surface Morphology
The results for Pt are shown in Table 2 . The interactions between the alloy type and scratching speed were observed in the two-way ANOVA result of the scratching depth (p = 0.0076). From the main effects analysis, the average values of Pt in CP-Ti were significantly higher than those in Ti-20Cr (p < 0.05), irrespective of the scratching speed. These differences were confirmed by topography and microscopy observations, as shown in Figures 6 and 7 , respectively. The surface damage was clearly confirmed in CP-Ti (Figures 6a and 7a) while only slight wear damage by fretting corrosion was observed in Ti-20Cr (Figures 6b and 7b) . 
Discussion
This study focused on the fretting corrosion behavior of Ti-20Cr compared to that of CP-Ti. Ti-20Cr showed lower maximum activation peaks compared to CP-Ti, irrespective of the scratching speed. The average activation peaks in Ti-20Cr were significantly lower compared to those in CP-Ti (p < 0.01), except at the 20 mm/s scratching speed. Remarkable differences in the repassivation times between CP-Ti and Ti-20Cr were not observed. The activation peaks showed different kinetic behaviors. These differences were also confirmed from the topographic analysis, resulting in the deeper wear damage in CP-Ti and slight damage in Ti-20Cr. These findings imply that Ti-20Cr showed less surface damage and improved the fretting corrosion resistance compared to CP-Ti. Thus, our null hypothesis was rejected.
The corrosion behaviors and mechanical properties of Ti-Cr are influenced by the chromium content [15, 21] . Generally, titanium and its alloys show corrosion resistance due to a passive surface 
This study focused on the fretting corrosion behavior of Ti-20Cr compared to that of CP-Ti. Ti-20Cr showed lower maximum activation peaks compared to CP-Ti, irrespective of the scratching speed. The average activation peaks in Ti-20Cr were significantly lower compared to those in CP-Ti (p < 0.01), except at the 20 mm/s scratching speed. Remarkable differences in the repassivation times between CP-Ti and Ti-20Cr were not observed. The activation peaks showed different kinetic behaviors. These differences were also confirmed from the topographic analysis, resulting in the deeper wear damage in CP-Ti and slight damage in Ti-20Cr. These findings imply that Ti-20Cr showed less surface damage and improved the fretting corrosion resistance compared to CP-Ti. Thus, our null hypothesis was rejected. The corrosion behaviors and mechanical properties of Ti-Cr are influenced by the chromium content [15, 21] . Generally, titanium and its alloys show corrosion resistance due to a passive surface oxide film [26] . In particular, alloys with chromium must contain a minimum of 12 mass% of this element to achieve an adequate passive film [27] . The surface layer of Ti-Cr consists of different compositions of titanium and chromium oxide films depending on the chromium content. According to a previous study [15] , increasing the chromium content from 5 to 20 mass% significantly prevented the dissolution of both titanium and chromium against NaF solution in Ti-Cr compared to that in CP-Ti. Takemoto et al. [15] clarified the fact that fluoride attack mainly caused selective corrosion in titanium oxide film in Ti-Cr because chromium oxide has good resistance to fluoride-induced corrosion. Moreover, the addition of 15 or 20 mass% chromium to titanium, which is in the range of hypereutectoid composition, resulted in sufficient elongation values and high yield-and tensilestrengths because the eutectoid composition is approximately 13.5 mass% [21] . Hattori et al. [21] indicated that these mechanical properties of Ti-Cr with 15 or 20 mass% chromium are superior to those of gold-based alloys (Type 4) and Co-Cr alloys [21] . Consequently, for clinical use as dental fixed prostheses and dental implant abutments, Ti-20Cr may possess preferable mechanical properties and a good corrosion resistance against fluoride-or peroxide-solutions [10, 15, 21] . Because of these advantages, the binary Ti-20Cr was investigated in this study.
Hattori et al. [21] explained that the difference of the mechanical properties compared to previous studies in Ti-Cr might lie in the cast process. The authors used an alumina/magnesia-based mold, which is similar to our procedure, because a phosphate-bonded mold induces a reaction in the titanium alloys that results in highly brittle specimens. Tschernitschek et al. [28] recommended the application of low-reactivity investment materials which contain refractory oxides (magnesium oxide, zirconium oxide, aluminum oxide, and calcium oxide) due to forming thin oxygen-enriched layers (20-25 µm) . From this point of view, the authors also stated that cast processing methods and laboratory skills need to be carefully selected in order to ensure success in clinical use [28] . For biomedical applications such as orthopedic implants, a suitable balance between strength and stiffness to best match that of bone is highly essential [29] . At present, we do not evaluate the mechanical properties of Ti-20Cr. Thus, further study is needed to clarify such properties including the elastic modulus to achieve good fixation of implantation materials to the bone tissue.
Fretting corrosion is defined as a degradation process resulting from the combined action of small movements between contacting parts and the corrosivity of the environment [19] . Mechanical wear accelerates corrosion and mechanical removal from the sliding contact under tribocorrosion conditions [30] . Electrical currents are generated by corrosion behavior, resulting in electron transfer from ions in solution to the metallic surface where the reactions are occurring [24] . For Ti-Cr, with the exposure of titanium or chromium by dissolution from the oxide film, these metals are rapidly repassivated by contact with H 2 O [15] . In our study, the average activation peaks during 10 scratching cycles tended to increase in CP-Ti compared to those in Ti-20Cr. There were statistical differences between the average activation peaks for CP-Ti and Ti-20Cr at the 10 mm/s or 40 mm/s scratching speeds (p < 0.01). These differences may be explained by the mechanical properties of CP-Ti and Ti-20Cr, as described above [21] . The excellent mechanical properties of Ti-20Cr contributed to the resistance against mechanical surface damage, as demonstrated in this study. It has been reported that the electrochemical corrosion test using saline solution at 0.3 V showed a similar corrosion behavior for CP-Ti and Ti-20Cr, although Ti-20Cr showed higher resistance against NaF solution compared to CP-Ti [12] . Our electrochemical corrosion test against saline solution at 0.3 V was appropriate for studying the tribocorrosion behavior because the approximate potential range in the oral cavity is between −0.3 V and 0.3 V [31] . Our results clarified that the mechanical wear damage influenced and accelerated the corrosion behavior in both materials, but was more severe in CP-Ti. Therefore, the maximum activation peaks in CP-Ti (174, 229 and 343 µA) were higher compared to those in Ti-20Cr (125, 214 and 300 µA) at 10, 20 and 40 mm/s scratching speeds, respectively (Figure 3) . Interestingly, different kinetic behaviors to reach the maximum activation peak were observed between the materials during the scratching damage application. While the activation peaks of CP-Ti gradually increased and showed maximum values at the end of the second half-phase, those of showed maximum values between the first and second half-phases. One possible explanation for this phenomenon might be the influence of not only the mechanical properties but also the component of oxide passive film. In particular, the thickness of oxide films might be associated with the current intensity (or activation peak). According to a previous report using Auger electron spectroscopy (AES) [15] , the thicknesses of oxide film in as-polished CP-Ti and titanium alloys containing 5 mass% chromium (Ti-5Cr) before immersion in saline solution were approximately 30 and 15 nm, respectively. Both CP-Ti and Ti-5Cr, after immersion in NaF solution, showed a thicker oxide layer than as-polished alloys owing to repassivation; however, the higher chromium content (10 mass%) in the Ti-Cr alloys yielded a thinner oxide layer on the alloy even after immersion. In addition, the authors stated that an increase in the ratio of the chromium oxide film on Ti-Cr alloys would decrease the potential for contact between the titanium oxide and fluoride in the solution. Even if a different solution was used in our study, the higher average activation peak in CP-Ti compared to that in Ti-20Cr might be due to the high dissolution of titanium from the thicker oxide films and metal debris in CP-Ti after scratching. For characterization of the repassivation kinetics in titanium, AES and X-ray photoelectron spectroscopy are valid options [32] . Unfortunately, we did not measure and clarify the concentration of dissolved metals in this study. Thus, further study is needed to investigate the dissolution of metal elements after the fretting corrosion test.
On the other hand, Komotori et al. [20] reported different behaviors of current density between the first and second half-phases after the fretting corrosion test in Ti-6Al-4V. Their results showed that current densities at low scratching speeds (below 1.0 mm/s) were similar between the first and second half-phases whereas high scratching speeds (10 and 20 mm/s) had higher current densities in the first half-phase. These conflicting results are determined by the wear mechanism at each scratching speed, resulting in the transition of wear type from abrasive to adhesive with the increase of the scratching speed. Our results disagreed with those obtained in their study because our fretting corrosion test used different titanium-based alloys, shorter scratching times (approximately 5-12 s) and fewer scratching cycles.
Faster scratching speeds showed significantly higher average activation peaks in both materials in this study (p < 0.05). Our scratching speeds (10-40 mm/s) were chosen based on the stride frequency of human walking, which corresponds to a scratching speed of 20 mm/s, to simulate clinical use of these materials as orthopedic implants such as artificial joints [20] . Our results disagreed with those of a previous study as described above [20] . In principle, it can be assumed that a combined process appears during scratching, consisting of an activation of the surface with an increase in the corrosion current, and on the other hand the destroyed oxide layer is simultaneously regenerated behind the contact point. Thus, the measured total corrosion current consists of the sum of the two superimposed processes. Assuming constant repassivation kinetics for a given material and environment, it follows that at a higher activation rate (scratching speed), the corrosion current will be higher. In terms of the relationship between the cumulative electric charge and duration of scratching damage application, the rate of increase in the electric charge becomes higher with the increasing scratching speed. The authors [20] stated that once destroyed, the oxide film cannot be easily regenerated at high scratching speeds. However, we disagreed with their statement because our scratching duration and repassivation times (80-378 ms) were too short.
Furthermore, the results of repassivation times at each scratching speed showed slight differences between the materials (Table 1) . This was likely caused by the fact that the surface area of each specimen in this study was the same; even the average and maximum activation peaks were different within the same scratching speed. In addition, our measurements were for short periods compared to other studies. While other studies used long fixed scratching durations (2000-3600 s) [20, 33] , our study used fixed scratching cycles of 10 instances. Therefore, the repassivation times obtained in our study represented a quick response.
Finally, the results for the surface morphology were similar within the materials (Table 2, Figure 6 ). One possible explanation is that a slower scratching speed needed more scratching time. Thus, from the calculations of the total amount of the activation peak as obtained by multiplying the scratching times ( Figure 5 ) with the respective average of the activation peak (Figure 4c) , there was no difference in the materials, irrespective of the scratching speed. The total amounts of the activation peak in CP-Ti were higher than those of Ti-20Cr. Our assumption was supported by the profile depth values obtained from topography and microscopy observations (Figures 6 and 7) . To summarize, our results indicated that the mechanical wear damage influenced and accelerated the corrosion behavior in both materials, but it was more severe for CP-Ti.
Conclusions
Within the limitations of this in vitro study, the following conclusions were obtained:
1.
The maximum activation peaks in Ti-20Cr were lower compared to those in CP-Ti in the series of scratching speed; however, different kinetic behaviors were observed between the materials. 2.
The average activation peaks in Ti-20Cr were significantly lower compared to those in CP-Ti (p < 0.01), except at the 20 mm/s scratching speed.
3.
The scratching speed also influenced the repassivation time and a faster speed showed a shorter repassivation time.
4.
The profile depth of the scratched area as determined by topography observations was significantly lower in Ti-20Cr compared to CP-Ti (p < 0.05).
Hence, adding chromium to titanium resulted in less surface damage against simultaneous mechanical wear and electrochemical corrosion and improved the fretting corrosion resistance.
